
    

Klávesnice 
Rozmístění prvků klávesnice je znázorněno na obrázku 5.6. 

Obrázek Chyba! V dokumentu není žádný text v zadaném stylu..1. Rozmístění prvků klávesnice. 

Klávesa START 
Stisknutím klávesy START po: 

 zvolení léčebného programu nebo uživatelsky definovaného programu v programovém 
režimu, 

 editaci parametrů v manuálním režimu 
spustíte léčebnou proceduru. 
Stisknutím klávesy START po přerušení léčebné procedury (prodleva) bude procedura 
pokračovat. 

Klávesa STOP 
Stisknutím klávesy STOP v průběhu léčebné procedury způsobí přerušení procedury. Přístroj 
přejde do stavu čekání (prodleva). Časovač se zastaví. 

Keyboard 
Arrangement of keyboard components is shown in figure 5.6. 

Figure Chyba! V dokumentu není žádný text v zadaném stylu..2. Arrangement of keyboard components. 

START key 
Pressing START key after: 

 selection of treatment program or user-defined program in program mode, 

 edition of parameters in manual mode 
causes the start of the treatment procedure. 
Pressing START key after interruption of a treatment procedure (pause) makes it possible to 
continue  
the procedure. 

STOP key 
Pressing STOP key while performing treatment procedure causes the interruption of 
procedure. The unit enters the waiting state (pause). The timer will stop then. 




